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SHRI LAL BAHADUR SHASTRI GOVT. MEDICAL COLLEGE AND
HOSPITAL MANDI AT NERCHOWK, DISTT. MANDI, H.P.
E-Mail Address = prslbsgmchmandi@gmail.com
Telephone No. 01905-243945, 243950Fax No. 01905-243949

No. HFW-MND-M&S{Microbiology,F-54, Vol-IV/SLBSGMCH/2021 F0F | Dated ) /olf [QC

“NOTICE INVITING LIMITED TENDER”

Sealed limited tenders are hereby invited by the undersigned for the purchase
of ELISA Kits in VRDL Department of Microbiology. The last date of receipt of limited tenders is
25.04.2025 up to 11:00 AM after that limited tender documents will not be received by this office
and the same will be opened on the same day at 03:30,{PM in the presence of the Technical

Committee of Department of Microbiology at SLBSGMCH Mandi at Nerchowk. The specifications of

Sr. Name of Kit
No.

y should be based on the principle
el “lgM capture/Indirect ELISA”.
The assay should detect IgM antibodies
to Mycoplasma pneumoniae.
Should be compatible with plasma and
- serum both.
OEM/Authorization certificate should be
provided.
Adequate documents detailing the
principle, components, biosafety,
methodologies, validity criteria,
interpretation of results, performance
characteristics, storage  conditions,
limitation of assays, manufacturing and
expiry dates should be provided with
. each kit.

e Kit should be ISO/CE/GMP certified and
certificate for the same should be
provided. '

¢ Kit should be compatible with Thermo
Scientific and ErbalLisaScanELISA Readers
and Washers.

* The assay should have sensitivity more
than or equal to 99% and specificity of
more than or equal to 98% as claimed by
the manufacturer in the kit literature. |

1. | Mycoplasmapneumoniae
(IgM) ELISA Kit




All the assay components provided in

the kit including positive and negative

controls should be sufficient for atleast 5

runs for the 96 tests provided.

e Kit's expiry should be 18 months or more
after date of receiving in the

) department.

e The manufacturer/ authorized agent
should ensure maintenance of cold chain

: during storage and transport of kits at 2-

h 8°C.

e In case of’unsatisfactory performance
(falled valldatlon of provided positive,

’ negative controls and reference positive

il samples) the kut should be replaced

2. | Adenovirus (IgM) ELISAKit | 2 x 96 tests

assay should detect IgA antibodies
denovirus.

OEM/Authorization certificate should be
provided.

Adequate documents detailing the
principle, components, biosafety,
methodologies, validity criteria,
interpretation of results, performance
characteristics, storage  conditions,
limitation of assays, manufacturing and
expiry dates should be provided with
each kit.

Kit should be ISO/CE/GMP certified and
certificate for the same should be
provided.

Kit should be compatible with Thermo
Scientific  and  ErbalisaScan  ELISA
Readers and Washers.

The assay should have sensitivity more
than or equal to 99% and specificity of
more than or equal to 98% as claimed by
the manufacturer in the kit literature.

All the assay components provided in
the kit including positive and negative
controls should be sufficient for atleast 5




runs for the 96 tests provided.

Kit’s expiry should be 18 months or more
after date of receiving in the
department.

The manufacturer/ authorized agent
should ensure maintenance of cold chain
during storage and transport of kits at 2-
8°C.

In case of unsatisfactory performance
(failed validation of provided positive,
negative controls and reference positive
samples), the kit should be replaced

Cytomegalovirus(lgM)ELISA
Kit

2 x 96 tests

wShS’ﬁ\ldkbéw(:”bmpatible with plasma and
. serum both.
“'OEM/Authorization certificate should be

provided.

‘_Adequate documents detailing the

principle, components, biosafety,
methodologies, validity criteria,
interpretation of results, performance
characteristics, storage conditions,
limitation of assays, manufacturing and
expiry dates should be provided with
each kit.

Kit should be ISO/CE/GMP certified and
certificate for the same should be
provided.

Kit should be compatible with Thermo
Scientific  and  ErbalisaScan  ELISA
Readers and Washers.

The assay should have sensitivity more
than or equal to 99% and specificity of
more than or equal to 98% as claimed by
the manufacturer in the kit literature.

All the assay components provided in
the kit including positive and negative
controls should be sufficient for atleast 5
runs for the 96 tests provided.

Kit's expiry should be 18 months or more
after date of receiving in__the |




department. J
e The manufacturer/ authorized agent
should ensure maintenance of cold chain
during storage and transport of kits at 2-
8°C. |
e In case of unsatisfactory performance
(failed validation of provided positciye,
negative controls and reference positive
samples), the kit should be replaced
within a week.
Vendor should comply with all the above
specifications failing which the offer will be

rejected.

Legionella pneumophilia 1gM | 2 x 96 tests o
ELISA Kit

documents detailing the
components, biosafety,

odologies, validity criteria,
nterpretation of results, performance
characteristics,  storage  conditions,
limitation of assays, manufacturing and
expiry dates should be provided with
each kit.

Kit should be ISO/CE/GMP certified and

certificate for the same should be

provided.

e Kit should be compatible with Thermo
Scientific  and  ErbalisaScan  ELISA
Readers and Washers.

* The assay should have sensitivity more
than or equal to 99% and specificity of
more than or equal to 98% as claimed by
the manufacturer in the kit literature.

* All the assay components provided in
the kit including positive and negative
controls should be sufficient for atleast 5
runs for the 96 tests provided.

* Kit’s expiry should be 18 months or more
after date of receiving in the
department. '

The manufacturer/ authorized agent

should ensure maintenance of cold chain




10.

during storége and transport of kits at 2-
8°C.

e In case of unsatisfactory performance
(failed validation of provided posiFiye,
negative controls and reference positive
samples), the kit should be replaced
within a week.

Vendor should comply with all the above
specifications failing which the offer will be

rejected.
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TERMS AND CONDITIONS

- The limited Tender must be superscripted as “ELISA Kits in VRDL Department of Microbiology

ble) should be clear.

SLBSGMCH Mandi at Nerchowk. The Rates and GST (as appl|

iewed from the website
5 nd ed only) (non-refundable)
i éc"_h‘e shape of demand draft favoring
howk, District Mandi, HP before the last

as mentioned in the tender form shall have to be'
of the Additional Director (Admn) SLBSGMC
date and time of submission of tende

The Limited Tender must be ied - ’nest Money for Rs. 5,000/- (Rs. Five
Thousands Only) in the sha , favor of the Additional Director, SLBS Govt.
Medical College Mandi at Nerch -which tender will be rejected.

100 % quantity of ma & lynst/a'lled within 15 days.

Penalty will be impos undersigned for delay supply and the penalty for late
uccessful tenderer if he failed to supply the item as per

time sched \ : ever, the penalty can be either waived off or reduced solely
at the discretion o 1gned,if a cogent reason is shown by the tenderer in advance, only
fora reason

Ter isrequired;
terms & cor%ltl/%%%%

registration certificat

f, the tender, undertaking/declaration

“Additional Director, Shri Lal Bahadur Shastri Go
Nerchowk, PO Bhangrotu, Tehsil Balh, Distt. Mandi
, ) ! . Mandi . i

envelope shall be used for Financial Bid and on the o ahe main ot e
clearly mentioned. |
Conditional tenders will not be entertained,
The quoted rateg should b
Supplies not confirming t
risk and costs.

e valid for one year from the dated of co

ntract/s g
0 the approved sample will be rejecteq /supply order

and returned to the firm at their







